Objective: To develop a simple, effective, time-saving and low-cost fluorescence protein microarray method for detecting serum alpha-fetoprotein (AFP) in patients with hepatocellular carcinoma (HCC). Method: Non-contact piezoelectric print techniques were applied to fluorescence protein microarray to reduce the cost of prey antibody. Serum samples from patients with HCC and healthy control subjects were collected and evaluated for the presence of AFP using a novel fluorescence protein microarray. To validate the fluorescence protein microarray, serum samples were tested for AFP using an enzyme-linked immunosorbent assay (ELISA). Results: A total of 110 serum samples from patients with HCC (n ¼ 65) and healthy control subjects (n ¼ 45) were analysed. When the AFP cut-off value was set at 20 ng/ml, the fluorescence protein microarray had a sensitivity of 91.67% and a specificity of 93.24% for detecting serum AFP. Serum AFP quantified via fluorescence protein microarray had a similar diagnostic performance compared with ELISA in distinguishing patients with HCC from healthy control subjects (area under receiver operating characteristic curve: 0.906 for fluorescence protein microarray; 0.880 for ELISA). Conclusion: A fluorescence protein microarray method was developed for detecting serum AFP in patients with HCC.
Introduction
Hepatocellular carcinoma (HCC) is the second most frequent cause of cancerrelated death. 1 Treatments with curative intent, such as resection, are feasible at an early stage. 2 Despite this, even after complete resection, patients remain at a high risk for disease recurrence, either due to early recurrence of the initial tumour or due to the formation of new lesions (leading to late recurrence). 3 In the early stages, liver transplantation has the clearest benefit. 4 However, due to the shortage of donor organs, resection and radiofrequency ablation are alternatives. 5 HCC is often diagnosed at the late stages when only limited therapeutic options are available; consequently, the survival rate for patients with HCC remains low. 6 It is the second global cause of cancer-related mortality, with 746 000 global deaths in 2012. 1 In developing countries, more than two-thirds of patients with HCC are diagnosed at the advanced stages. 7 To increase the chance of intervention and, more importantly, to improve survival, early detection of subclinical HCC by alpha-fetoprotein (AFP) and/ or ultrasonography screening is implemented in many countries. AFP is the most commonly used diagnostic test for HCC surveillance. [8] [9] [10] Research has shown that high plasma levels of AFP are related to poor prognosis, as well as to the histological grade of malignancy. 11 Enzyme-linked immunosorbent assay (ELISA) and fluorescence protein microarray are successfully used in the detection of AFP. 12 Our previous work developed a protein microarray assay with horseradish peroxidase (HRP) chemiluminescence for the quantification of AFP in serum from patients with HCC. 13 Three types of fluorescence protein microarrays are currently used to study the biochemical activities of proteins: analytical microarrays, functional microarrays, and reverse phase microarrays. Antibody microarrays are the most commonly used analytical microarray.
This study reports the development and application of fluorescence protein microarrays with cyanine 3 (Cy3) to detect AFP in the serum from patients with HCC and healthy control subjects. We have recently updated our methodology to use noncontact piezoelectric print techniques using a microarray spotter (Nano-Plotter TM ; GeSiM, Radeberg, Germany). The NanoPlotter TM 2.1 instrument family is ideal for generating high-quality spots by the noncontact micro-dispensing of sub-nanolitre volumes. The versatile 'drop on demand' piezo technology allows the placement of very small drops onto various surfaces, but also the mixing of samples into pre-filled cavities to run nano-assays. The application of non-contact piezoelectric print techniques reduces the cost of prey antibody. 14 
Patients and methods

Study population
The study recruited patients with HCC who underwent liver resection surgery at the Department of Hepatobiliary Surgery, Beijing You'an Hospital, Beijing, China between 1 August 2012 and 31 December 2014. Patients were required to be positive for serum hepatitis B surface antigen and free from chronic hepatitis C infection. HCC diagnosis was histologically conErmed after surgical resection. Healthy control subjects were recruited from volunteers with no reported gastrointestinal or hepatobiliary disease who were undergoing routine health screening at the outpatient department of Beijing You'an Hospital, Beijing, China during the same time period. The study protocol was approved by the Ethics Committee of Beijing You'an Hospital. Written informed consent was obtained from all participants prior to enrolment in the study.
Blood collection
Whole blood (1 ml) was collected from each study participant (preoperative blood for patients with HCC). Blood was allowed to clot, centrifuged at 3000 g for 10 min at 4 C using aLX-300 mini-centrifuge (Kylin-Bell Lab Instruments, Haimen, China), and the resulting serum was stored at -80 C. Prior to use, serum was diluted 1:4 with 0.05% phosphate-buffered saline (PBS)-Tween 20 (pH 7.5) and stored at 4 C for a maximum of 7 days.
Microarray preparation
Reaction wells were created by attaching slips of hydrophobic paper (10 holes per slip) to aldehyde-coated glass slides. The prey antibody (0.5 mg/ml mouse antihuman AFP monoclonal antibody with 30% glycerol to prevent evaporation; Fapon Biotech Company, Shenzhen, China) was spotted onto the surface of the aldehydemodified glass slides in triplicate using a Nano-Plotter TM non-contact microarrayer (microarrays 3*2 spots; spot size 400 mm; spot-to-spot distance 800 mm; GeSiM). Each well contained three anti-AFP antibody and three negative control (5% bovine serum albumen) spots. Following spotting, the slides were incubated for 24 h at 4 C to fully immobilize the proteins. Each slide was then blocked with 200 ml blocking buffer (10% normal goat serum with 0.1% sodium azide) for 2 h at 37 C, washed four times with 0.05% PBS-Tween 20 (pH 7.5) at room temperature (5 s each wash), air dried at room temperature and then stored at 4 C until use.
AFP quantification
Rabbit antihuman AFP polyclonal antibody (ab128028; Abcam, Cambridge, UK) was labelled with biotin using a biotin (type A) conjugation kit (ab102865; Abcam) according to the manufacturer's instructions. Serum samples were added to the microarray reaction wells, hybridized for 30 min at 37 C, then washed four times with 0.05% PBS-Tween 20 (pH7.5) at room temperature (5 s each wash). The biotin-labelled rabbit antihuman AFP polyclonal antibody (1:50 dilution) was added to the wells and hybridized for 30 min at 37 C. Slides were washed twice with 0.05% PBS-Tween 20 (pH 7.5) at room temperature (5 s each wash), then incubated with Cy3-labelled streptavidin (1:50 dilution, ab136196; Abcam) for 30 min at 37 C. Slides were washed four times with 0.05% PBS-Tween 20 (pH 7.5) at room temperature (5 s each wash). Slides were scanned using a GenePix Õ 4000B Microarray Scanner (Axon, Rye Brook, NY, USA). The standard curve of AFP was created by applying different concentrations of AFP antigen (Fapon Biotech Company; 80 ng/ml, 40 ng/ml, 20 ng/ml, 10 ng/ml, 5 ng/ml, 2.5 ng/ml, 1.25 ng/ml, 0.0625 ng/ml, and 0.03125 ng/ml) and 0.05% PBS-Tween 20 as a negative control to the microarray plate coated with the anti-AFP antibody. The reliability and stability of the assay were veriEed by repeat quantiEcation (10 assays) of the AFP standard curve to calculate within-run and between-run variation.
ELISA
The serum AFP levels were quantified using the human AFP ELISA kit (ab108838; Abcam) according to the manufacturer's instructions. First, 50 ml of the AFP standard or sample was added to each well. The wells were covered with sealing tape and incubated for 2 h at 37 C. Then, the wells were manually washed five times with 200 ml of 1X Wash Buffer from the kit. Secondly, 50 ml of 1X biotinylated anti-AFP antibody was added to each well and incubated for 1 h at 37 C. The microplate was washed as described above for the protein microarray. Thirdly, 50 ml of 1X SP conjugate was added to each well and incubated for 30 min at 37 C. The microplate was washed as described above for the protein microarray. Fourth, 50 ml of chromogen substrate was added to each well and incubated for 10 min at 37 C or until the optimal blue colour density was obtained. Finally, 50 ml of stop solution was added to each well. The colour changed from blue to yellow. The absorbance was immediately determined on a microplate reader (Multiskan TM GO Microplate Spectrophotometer; Thermo Fisher Scientific, Waltham, MA, USA) at a wavelength of 450 nm.
Statistical analyses
All statistical analyses were performed using the SPSS Õ statistical package, version 17.0 (SPSS Inc., Chicago, IL, USA) for Windows Õ . Data are presented as mean AE SD (coefficient of variation) or median (95% conEdence interval [CI]). Between-group comparisons of AFP concentrations were made using Mann-Whitney Utest for fluorescence protein microarray. Spearman's rank correlation coefficient was used to determine the associations between serum AFP concentrations as determined by fluorescence protein microarray or ELISA. Receiver operating characteristic (ROC) curve analysis was performed to determine the diagnostic performance of fluorescence protein microarray and ELISA. All tests were two-tailed, and P-values < 0.05 were considered statistically signiEcant.
Results
The study recruited patients with HCC (n ¼ 65) who underwent liver resection surgery and who provided blood samples. The mean AE SD age of the patients with HCC was 51.8 AE 5.2 years (35 males/30 females; age range 43-70 years). A total of 45 healthy control subjects (29 males/16 females; mean AE SD age 50.0 AE 4.5 years; age range 46-65 years) were also enrolled in the study. There were no significant between-group differences in age or sex distribution between the two groups.
The standard curve of AFP was created by applying different concentrations of AFP antigen (80 ng/ml, 40 ng/ml, 20 ng/ml, 10 ng/ml, 5 ng/ml, 2.5 ng/ml, 1.25 ng/ml, 0.0625 ng/ml, and 0.03125 ng/ml) and 0.05% PBS-Tween 20 as a negative control to the microarray plate coated with the anti-AFP antibody (Figure 1) . The reliability and stability of the assay were veriEed by repeat quantiEcation (10 assays) of the AFP standard curve to calculate within-run and between-run variation. Table 1 presents the within-run and between-run coefficients of variation for the different concentrations of AFP antigen (within-run coefficient of variation, range 4-11; between-run coefficient of variation, range 3-11).
Serum AFP concentrations were significantly higher in patients than in control subjects when quantified via ELISA (mean AE SD: 66.82 AE 65.19 ng/ml versus 2.02 AE 1.43 ng/ml, respectively; P < 0.001) and fluorescence protein microarray (mean AE SD: 66.63 AE 66.51 ng/ml versus 1.68 AE 0.91 ng/ml, respectively; P < 0.001). The results of the fluorescence protein microarray showed that an AFP level ! 20 ng/ml was detected in 38 of 65 HCC samples (58.5%) ( Table 2) . By the ELISA method, an AFP level ! 20 ng/ml was detected in 36 of 65 HCC samples (55.4%). When the AFP cut-off value was set at 20 ng/ ml, the fluorescence protein microarray had a sensitivity of 91.67% (33/36) and a specificity of 93.24% (69/74) for detecting serum AFP (Table 3 ). There was a statistically significant positive correlation between AFP concentrations quantified via ELISA and those quantified via fluorescence protein microarray (r ¼ 0.932, P < 0.001; Figure 2 ).
The ROC curve for diagnosis of HCC is shown in Figure 3 with ELISA, the method has the advantages of saving time and lower costs ( Table 4) .
Discussion
Hepatocellular carcinoma is the second most frequent cause of cancer-related death. 1 It usually develops in the setting of chronic liver disease, particularly in patients with chronic hepatitis B and C. 15 Hepatocellular carcinoma is the leading cause of death among patients with cirrhosis. 15 In our geographical area, hepatitis B virus is the causative agent for in 75-80% of patients. 16 Alpha-fetoprotein is a glycoprotein consisting of 591 amino acids and a carbohydrate moiety. 17 It is a major plasma protein produced by the yolk sac and the liver during fetal development. 18 It is thought to be the fetal form of serum albumin, and it can also be used as a biomarker to detect a subset of tumours in non-pregnant women, men, and children. 18 A level above 500 ng/ml of AFP in adults can be indicative of hepatocellular carcinoma, germ cell tumours, and metastatic cancers of the liver. 19, 20 Microarray technology is a powerful tool for high throughput assays of protein expression, protein-protein interactions and enzyme activity. 21 It has become an effective diagnostic tool and antibody microarrays have extensive applications, including in the evaluation of tumour progression and the detection of toxins and bacteria. 22 The cut-off value for optimal diagnostic performance for serum AFP quantiEcation has been shown to be 20 ng/ml (sensitivity 41-65%, speciEcity 80-94%). 23 Therefore, the present study used a cut-off value of 20 ng/ml. All serum samples, including those from subjects with HCC and healthy controls, were detected by the fluorescence protein microarray and ELISA. AFP levels greater than 20 ng/ml were not obtained from the healthy serum samples, which indicates that the false positive rate of the protein microarray presented was very low or even zero.
The fluorescence protein microarray developed in this present study has advantages compared with a chemiluminescence protein microarray, which we previously developed for the quantification of AFP in serum from patients with HCC. 10 Table 2 . Sensitivity and specificity of serum alpha-fetoprotein (AFP), quantified using fluorescence protein microarray or enzyme-linked immunosorbent assay (ELISA), for the diagnosis of hepatocellular carcinoma (HCC) using a cut-off value of 20 ng/ml AFP.
Assay HCC (n ¼ 65)
Control group (n ¼ 45) AFP ! 20 ng/ml AFP<20 ng/ml AFP ! 20 ng/ml AFP<20 ng/ml Data presented as the number of positive or negative AFP in 65 patients with hepatocellular carcinoma and 45 healthy control subjects.
Our previous work applied HRP and chemiluminescence to protein microarray technology for the quantitative detection of AFP in human serum. The HRP chemiluminescent reaction is based on the catalysed oxidation of luminol by peroxide, producing light. In the presence of hydrogen peroxide, HRP converts luminol to an excited intermediate dianion. This dianion emits light on return to its ground state. Many factors affect enzyme activity such as substrate, inhibitors, pH and temperature. 24 In this present study, Cy3 was used to label streptavidin and applied to the fluorescence detection techniques. Slides were scanned using a GenePix Õ 4000B Microarray Scanner without any substrate.
The present study used the following instruments and methods to enhance the stability and sensitivity of the measurement of serum AFP concentration. Protein microarray technology was combined with fluorescence analysis technology, 25 in order to build a fluorescence protein microarray method for the quantitative detection of serum AFP. In this present study, the sensitivity of the diagnosis of HCC using the fluorescence protein microarray was similar to that of the ELISA method. In order to enhance the detection sensitivity, this present study used the biotin-avidin system, which is based on the high binding affinity between biotin and avidin. Most proteins, enzymes, and antibodies can be rapidly and stably linked to biotin. 26 Avidin consists of four identical subunits, so an avidin molecule has four binding sites for biotin, which creates a multi-stage amplification effect. 27 There is a strong affinity between biotin and avidin, and the reaction between them is free from outside interference, and they bind to each other with a high degree of specificity and stability. The biotin-avidin system is widely used in the fields of biology, molecular biology, and biochemistry. 28 This present study used a GenePix Õ 4000B Microarray Scanner to detect the fluorescence intensity, the level of which on the spots was determined using the GenePix Õ software. Printing is one of the important technologies used to make protein microarrays. Previous protein microarrays have described the use of a contact microarray printer for microarray production. In this present study, a non-contact piezoelectric printer was used, which leads to increased uniformity on the array and it can significantly reduce the amount of antibodies used. The fluorescence protein microarray was performed in 1.5-2 h in the present study (excluding the time taken to manufacture the microarray), whereas the ELISA kit used in this experiment required more than 3 h. Fluorescence protein microarray assays are relatively simple to perform and do not require highly skilled technicians.
Fluorescence protein microarrays have a number of advantages over ELISA. For example, the small size of the microarray reduces the quantity of prey antibodies, coated antibodies, antigens and other materials required compared with the ELISA. In the present study, the fluorescence protein microarray used 9-12 nl of prey antibody, Figure 3 . Receiver operating characteristic curve of serum alpha-fetoprotein (AFP) quantification using fluorescence protein microarray or enzyme-linked immunosorbent assay (ELISA) for the diagnosis of hepatocellular carcinoma in patients with hepatocellular carcinoma and healthy control subjects (n ¼ 110). 15 ml of diluted biotin-labelled rabbit antihuman polyclonal antibody and 15 ml of Cy3-labelled streptavidin for spotting on each well. In contrast, 50 ml of mouse antihuman AFP monoclonal antibody and 50 ml of diluted biotin-labelled rabbit antihuman polyclonal antibody were needed for the ELISA. The amount of serum required for the protein microarray was also greatly reduced; only 15 ml of serum was needed for each well on the protein microarray, whereas 50 ml of serum was needed for the ELISA. Consequently, the fluorescence protein microarray was more economical than the ELISA.
In conclusion, this present study successfully developed a fluorescence protein microarray for the detection of serum AFP in patients with HCC. The fluorescence protein microarray demonstrated a similar diagnostic performance compared with an ELISA in distinguishing patients with HCC from healthy control subjects. Meanwhile, it has several advantages over the ELISA, including specificity, rapidity, ease of use, time-saving and lower cost.
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